
Calibration Record

Date: F e b r u a r y  18, 2016
Sensor Type: S e a p o i n t  Chlorophyll Eluorometer
Serial Number(s): 3 6 6 3

A comparative calibration was performed using a calibrated reference fluorometer. The reference fluorometer
was calibrated with the cultured algae Isochrysis galbana.

As received, the sensitivity of this Seapoint Chlorophyll Eluorometer was within specification.

Adjustments were not necessary; it passes or exceeds the specifications stated in the supplied User Manual.

I f  you have any questions please contact me at 603/642-4921 or seapoint@seapoint.com
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