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Product: Oxygen Optode 4330 Certificate No:  1803061753594         
Serial No: 3594  
Date: 26.08.2020 
______________________________________________________________________________________________ 
 

 

This is to certify that this product has been pressure tested with the following instrument, and we confirm that no 

irregularities were found during the test: 

 

 

Autoklav 800 bar – sn: 0210005 

 

 

Pressure readings: 

Pressure (Bar) Pressure time (hour) 

 
30 1 

 

  

  

 

 

   

  

 

Date: 08 Jan 2021 Sign:  

   


